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49 CFR Ch. III (10–1–01 Edition)§ 325.21

1 Copies of the specification may be se-
cured from the American National Standards
Institute, 1430 Broadway, New York, New
York, 10018.

within fifteen (15) days following the
date of the vehicle inspection.

[40 FR 42437, Sept. 12, 1975, as amended at 41
FR 10226, Mar. 10, 1976; 54 FR 50385, Dec. 6,
1989; 60 FR 38743, July 28, 1995; 66 FR 49869,
Oct. 1, 2001]

Subpart C—Instrumentation
§ 325.21 Scope of the rules in this sub-

part.
The rules in this subpart specify cri-

teria for sound level measurement sys-
tems which are used to make the sound
level measurements specified in sub-
part D and subpart E of this part.

§ 325.23 Type of measurement systems
which may be used.

The sound level measurement system
must meet or exceed the requirements
of American National Standard Speci-
fication for Sound Level Meters (ANSI
S1.4–1971), approved April 27, 1971,
issued by the American National
Standards Institute,1 throughout the
applicable frequency range for either:

(a) A Type 1 sound level meter;
(b) A Type 2 sound level meter; or
(c) A Type S sound level meter which

has—
(1) A weighing frequency response;
(2) Fast dynamic characteristics of

its indicating instrument; and
(3) A relative response level tolerance

consistent with those of either a Type
1 or Type 2 sound level meter, as speci-
fied in section 3.2 of ANSI S1.4–1971.

§ 325.25 Calibration of measurement
systems.

(a)(1) The sound level measurement
system must be calibrated and appro-
priately adjusted at one or more fre-
quencies in the range from 250 to 1,000
Hz at the beginning of each series of
measurements and at intervals of 5–15
minutes thereafter, until it has been
determined that the sound level meas-
urement system has not significantly
drifted from its calibrated level. Once
this fact has been established, calibra-
tions may be made at intervals once
every hour. A significant drift shall be

considered to have occurred if a 0.3 dB
or more excursion is noted from the
system’s predetermined reference cali-
bration level. In the case of systems
using displays with whole decibel in-
crements, the operator may visually
judge when the 0.3 dB drift has been
met or exceeded.

(2) The sound level measurement sys-
tem must be checked periodically by
its manufacturer, a representative of
its manufacturer, or a person of equiv-
alent special competence to verify that
its accuracy meets the manufacturer’s
design criteria.

(b) An acoustical calibrator of the
microphone coupler type designed for
the sound level measurement system in
use shall be used to calibrate the sound
level measurement system in accord-
ance with paragraph (a) of this section.
The calibration must meet or exceed
the accuracy requirements specified in
section 5.4.1 of the American National
Standard Institute Standard Methods
for Measurements of Sound Pressure Lev-
els (ANSI S1.13–1971) for field method
measurements.

[40 FR 42437, Sept. 12, 1975, as amended at 41
FR 10227, Mar. 10, 1976]

§ 325.27 Use of a windscreen.
A properly installed windscreen, of

the type recommended by the manufac-
turer of the Sound Level Measurement
System, shall be used during the time
that noise emission measurements are
being taken.

Subpart D—Measurement of Noise
Emissions; Highway Operations

§ 325.31 Scope of the rules in this sub-
part.

The rules in this subpart specify con-
ditions and procedures for measure-
ment of the sound level generated by a
motor vehicle engaged in a highway op-
eration for the purpose of ascertaining
whether the motor vehicle conforms to
the Standards for Highway Operations
set forth in 40 CFR 202.20.

§ 325.33 Site characteristics; highway
operations.

(a) Measurement shall be made at a
test site which is adjacent to, and in-
cludes a portion of, a traveled lane of a
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